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1 TEST 
1 UNITS 

1 Silver by Furnace - Diss. 
1 ug/1 (Diss) 
1 Arsenic by Furnace - Diss. 
1 ug/l (Diss) 
1 Barium - Dissolved 
1 ug/1 (Diss) 
1 Cadnium by Furnace - Diss. 
1 ug/1 (Diss) 
1 Chronriun by Furnace - Diss 
1 ug/1 (Diss) 
1 Copper by Furnace - Diss. 
1 ug/1 (Diss) 
1 Mercury - Dissolved. 
1 ug/1 (Diss) 
1 Lead by Furnace - Diss, 
1 ug/1 (Diss) 
1 Seleniun - Dissolved 
1 ug/1 (Diss) 
1 Zinc - Dissolved 
1 ug/1 (Diss) 
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MICHIGAN DEP/^TMENT OF ENVIRONMENTAL LABORATORY NO: PD-13 
ENVIRONMENTAL QU/IA.ITY PROCEDURE DATE: Rev. 10/9/95 

Subject: Laboratory Result Remark Codes 

A valU0 reported is the mean of two or more determinations. 

C value calculated from other Independent parameters. 

J estimated value or value not accurate. 

K actual value is known to be less than the value given, i.e. substance. If present, Is below detection limit. 

L actual value is known to be greater than the value given. 

T value reported is less than criteria of detection. < 

W value observed is less than lowest value reportable under "T" code. 

DL sample analyzed using a dllutlon(s). 

DM dilution required due to matrix problems. 

HT recommended laboratory holding time was exceeded before analysis. 

LH Q. C. Indicated possible low recovery. Actual level may be higher. 

LL Q. C. indicated possible high recovery. Actual level may be lov/er. 

MM analytical method or matrix Is not within SOP of this laboratory. 

NC no confirmation by a second technique. 

NH non-homogeneous sample made analysis of a representative sample questionable. 

Pi possible Interference may have affected the accuracy of the laboratory result. 

QC quality control problems exists. 

RB Reagent Blank. The level of reagent blank contamination Is reported In the comment column and 
may be subtracted from the analyte value by the user. 

ST recommended sample collection/preservation technique not used. 

ACC laboratory accident resulted in no obtainable value. 

FCN free cyanide was not analyzed due to low level of total cyanide. 

INT interference encountered during analysis resulted in no obtainable value. 

1ST Improper sample collection/preservation. Sample not suitable for analysis. 

NAV requested analysis not available. 

QNS quantity not sufficient to perform requested analysis, 

STR settleable residue was not analyzed due to low suspended solids. 
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